“MEGGER” 


TESTING SETS 



For the use of Fire Underwriters, Government 
Inspectors, Consulting Engineers and Electrical 
Contractors we have developed a new Megger 
Testing Set, that can be supplied at moderate cost. 

The range of measurement is up to 5 megohms, 
and the generator develops 125 volts D. C. 

To any one who mentions “Standard Wiring” 
when placing order, we will supply one of these 
sets at special price of $120.00 net, f. 0. b. Phila¬ 
delphia, during 1915. 

For rapid and accurate tests of insulation resist¬ 
ance, the “Megger-method” is far better than any 
other way. Approved and used by the U. S. 
Government. 

See text page 51 for description of the apparatus. 

James G. Biddle 

Electrical Measuring Instruments 
1211-13 Arch St. Philadelphia 




